Supplementary Fig. 1. (A) A 6 mm×10 cm Niti-S S-type Stent was successfully deployed in the B2 intrahepatic branch. (B) Bleeding was observed at the puncture site; however, hemostasis was confirmed on endoscopy. (C) The proximal end of the stent has migrated into the peritoneal cavity. (D) On emergency esophagastroduodenoscopy, blood was observed in the stomach; however, no active bleeding was observed. The puncture site could not be visualized on emergency esophagastroduodenoscopy. The endoscopic nasobiliary drainage tube remained in place.